[Determination of glycosylated hemoglobin in human erythrocytes by fast protein liquid chromatography system].
The chromatography method for analysis of glycosylated hemoglobin(HbA1c) in human erythocytes was established by using a fast protein liquid chromatography system(FPLC) and a Mono S column. The average intrabatch and interbatch coefficients of variations (n = 3) were 2.5% and 4.8%, respectively. There was a positive correlation between the results of FPLC and routine microcolumn method (r = 0.413, P < 0.02). Using FPLC method, the HbA1c levels in festing blood of 54 normal donors and 26 diabetics on admission were 4.6 +/- 1.19(%) and 10.2 +/- 3.45(%), respectively. A significant difference was found statistically between the results of two groups (t = 10.8, P < 0.01).